
Instructions For Use:

1. Pre-freeze ColdSPOT for a minimum of 2 hours before use

2. Remove ColdSPOT and sterile gauze from outer packaging

3. Apply gauze to biopsy or aspiration site

4. Remove adhesive side tab covers (if desired)

5. Center ColdSPOT over site, apply to skin 

6. ColdSPOT can be reused by simply refreezing 
 for another 2 hours
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WARNINGS AND PRECAUTIONS:
• Single Patient Use Only; Do Not Reuse
• Recommended removal after no more than 2 hours   
  to avoid potential adverse skin reaction to adhesive
• Not made with natural rubber latex
• Lead-Free
• Non-Sterile

If any serious incident occurs in relation to this device, report  
it to Beekley Medical and to the competent authority of the  
Member State in which the user and/or patient is established.
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